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SUPPLEMENT TO CATALOGUE OF 1893. 

. . . DIRECT READING . . . 

Voltmeters, ■ 

Ammeters. 

•Indicators, 



MANUFACTURED BY THE 



Whitney Electrical Instrument Company. 



OFFICE: 



FACTORIES: 



146 Franklin Street, ^mp penacook, n. h., u. s. a., 

boston, mass. SHERBROOKe! P. Q., Canada. 

CABLE AND TELEGRAPH ADDRESS: 

"VOLTA," BOSTON. 

U. S. A. 
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WHITNEY ELECTRICAL INSTRUMENT CO. 



PRICE LIST. 



POTENTIAL INDICATORS WITHOUT PERIOD COMPENSATOR. 

X... 710. For circuits of 52 volte $30.00 

No. 715. For circuits of 104 volts 30.00 

(MAJESTIC ) 

No. 720. For circuits of a maximum of 1155 volts 

NOTE. — In ordering the above instruments please state period per second of current with 
which they are to be used. 

To find the Period per second, multiply the number of poles of the dynamo by the revolutions per 
minute and divide the product by 60. 
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POTENTIAL INDICATORS WITH PERIOD COMPENSATOR. 
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IMPORTANT. Indicators for 1 155 and 2310 votts arc not yet ready. 
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CURRENT INDICATORS. 



Special Ranges to Order 



No. 808. 
No. 812. 
No. 81G. 
No. 820. 
No. 824. 
No. 828. 
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No. 848. 
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WHITNEY ELECTRICAL INSTRUMENT CO. 

s\vitch=board instruments for 
Continuous Currents. 



No. 73 


Scale to 140 
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No. 77 


Sen],.' (1 t.i 300 
(CANONICAL.) 
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Scale to 750 



PRICE LIST. 
VOLTMETERS 



$31.00 
33.00 



WHITNEY ELECTRICAL INSTRUMENT CO. 

AMMETERS. 
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MITNE\ ELECTRICAL INSTRUMEN1 CO. 



Indicators for Continuous Currents. 
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PRICE LIST. 

POTENTIAL INDICATORS. 






N... ■.mi. For circuit! 

So. 2&5. For circuit* 

So 290. Forcircuiti 

So. 295. For circuits 







Pat'd May .6, .S 9] . 
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Dial calibrated similar 
No. 350 i: i igi r. to 75 volts, 
No. 353. Range 55 to LOO volts, 
No. 357. i: ing< 90 to 150 volts, 
No. 359. Range 200 to 260 volts, 



WHITNEY ELECTRICAL INSTRUMENT CO. 



CURRENT INDICATORS. 
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